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Magnetic resonance imaging (MRI) is a widely used medical imaging technique to assess the 
health of the auditory (vestibulocochlear) nerve (VCN). A well known problem with MRI machines 
is that the acoustic noise they generate during a scan can cause auditory temporary threshold shifts 
(TTS) in humans [T}{3]. In addition, studies have shown that excessive noise in general can cause 
rapid physiological changes of constituents of the VCN within the cochlea 5 . Here, we report in- 
situ measurements of the acoustic noise from a 1.5 Tesla MRI machine (GE Signa) during scans 
specific to VCN assessment [6 . The measured average and maximum noise levels corroborate ear- 
lier investigations where TTS occurred. We briefly discuss the potential for physiological changes 
to the intracochlear branches of the VCN as well as iatrogenic misdiagnoses of intralabyrinthine 
and intracochlear schwannomas due to hypertrophe of the VCN within the cochlea during MRI 
assessment. 

PACS numbers: 67.85.Hj, 67.85.Jk, 03.75.Kk 



An acoustic neuroma is a type of abnormal hyperpla- 
sia involving the Schwann cells surrounding the vestibu- 
locochlear nerve (VGN). Intralabyrinthine schwannomas 
(ILSs) are acoustic neuromas of the intralabyrinthine 
branches of the VGN. Unlike most schwannomas, they 
are not located in the internal auditory canal (IAG)[7l|8]. 
Intracochlear schwannomas (IGSs) grow on the intra- 
cochlear branches of the VGN. Magnetic resonance imag- 
ing (MRI) can now routinely detect acoustic neuromas as 
small as 1.0 mm in size [9 . With the advent of gadolin- 
ium (Gd)-enhanced MRI, more ILSs and IGSs are be- 
ing detected during screening for hearing loss, vertigo or 
tinnitus [T^. Still, little is known about the prevalence 
of ILSs and IGSs; less is known about their growth pat- 
terns [7]. Further improvements in MRI resolution will 
make more precise localizations of small ILSs and IGSs 
possible. Increased imaging ability demands assessing 
the possible physiological effects of MRI machine acous- 
tic noise on the inner ear. 

Here, we report detailed measurements and analy- 
sis of the intra-bore acoustic noise generated by a 1.5 
Tesla GE Signa MRI machine used for standard auditory 
nerve assessment at Bloomsburg Hospital in Bloomsburg, 
Pennsylvania. These measurements are compared with 
prior acoustical studies [T]-[4] which documented auditory 
threshold shifts in humans as a function of noise lev- 
els. Comparisons are also made to an earlier histological 
study [5 on the physiological effects of intense noise on 
murine inner ears. 

To make in-situ acoustical measurements of the 1.5 
Tesla GE Signa MRI machine during its scan, it was not 
possible to locate the metallic measurement apparatus 
directly within its bore because of the intense magnetic 
field. Therefore, a technique was developed to channel 
the sound within the MRI bore down a tube to the re- 
mote measuring equipment. As shown in Fig.[l] the open 
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FIG. 1: Acoustical noise generated by 1.5 Tesla MRI machine 
was channeled via a 5 m long flexible tube to a precision sound 
level meter whose AC line output was recorded on a digital 
audio recorder for subsequent time and frequency analysis 
(SpectraPLUS 5.0). 



end of an approximately 5 m long flexible tube (inner 
diameter ^ in.) was positioned at the side of a phan- 
tom head within the MRI bore. The sound then trav- 
eled down the tubing where, at the other end, the tube 
was connected to a ^ in. ANSI SI. 15 Type 1 precision 
microphone [11 and ANSI SI. 4 Type 1 impulse precision 
sound level meter [12^ with its AG line output recorded 
on a digital audio recorder [13]. 

The frequency network and detector response of the 
sound level meter were set to linear and fast, respec- 
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tively. The measurement system was field-calibrated 
immediately prior to each measurement using a NIST- 
traceable acoustical calibrator [M]. The digital files from 
the recorder were post-processed using audio spectrum 
analysis software [15]. The acoustical transfer function of 
the tubing was separately measured using a pink noise 
source and then applied to the MRI measurements. A 
representative MRI acoustical noise time series measure- 
ment is shown in Fig. [2^. 
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posure such as those promulgated by the Occupational 
Safety and Health Administration (OSHA) [16 . The 
purpose of the OSHA noise exposure standards is to pro- 
tect individuals from habitual exposure to excessive noise 
levels that could cause hearing damage. On an eight-hour 
OSHA basis, we measured an unmitigated noise dosage of 
92 dBA which exceeds the 90 dBA OSHA noise exposure 
criterion. 

Comparisons can also be made between our measured 
noise levels and those from previous MRI acoustical noise 
studies. For example, Randomskij and coworkers mea- 
sured a very similar noise dosage (per OSHA) of 91.3 dBA 
from another 1.5 Tesla GE Signa high speed scanner [T]. 
Using otoacoustic emissions, they also discovered that pa- 
tients experienced significant temporary threshold shifts 
after MRI examination (with or without hearing protec- 
tion). It was further concluded that patients with very 
sensitive hearing could develop permanent threshold shift 
as a result of exposure to this MRI noise. In another 
study [2], measurements were made of a Bruker Biospec 
47/40 experimental MRI system in which the acoustic 
noise reached a similar peak of 125 dBA. This team also 
concluded that exposure to repetitive MRI noise in excess 
of 100 dB would cause auditory threshold shifts. 

Auditory threshold shifts are accompanied by several 
distinct and sometimes rapid physiological changes that 
occur within the inner ear during exposure to intense 



FIG. 2: a) A representative MRI acoustical noise time series 
measurement with particular assessment sequences labeled, 
b) The 42-minute Leq (non A-weighted) spectrum at the lo- 
cation of the phantom ear (i.e. with the application of the 
flexible tubing transfer function). 

The thirteen sequences comprising the complete au- 
ditory assessment protocol lasted a total duration of 42 
minutes. This resulted in an unprotected equivalent noise 
level of 109 dBA Leq after applying the transfer function 
of the flexible tubing and A-weighting. The measured 
Lio, L50 and L90 exceedance levels were 111 dBA, 106 
dBA and 100 dBA, respectively. The maximum noise 
level was 124 dBA. Fig. presents the 42-minute Leq 
spectrum (non A-weighted) calculated at the phantom 
ear (i.e. with the application of the flexible tubing trans- 
fer function). At Bloomsburg Hospital, FIESTA (fast 
imaging employing steady state acquisition), also known 
as CISS (constructive interference steady state), is one of 
the most important MRI sequences to identify an acous- 
tic neuroma. Note in Fig. |2^ that it is also one of the 
loudest components of the scan. The complete audi- 
tory nerve assessment protocol normally performed by 
Bloomsburg Hospital is summarized in Table I. 

Comparisons can be made between our measured noise 
levels and established standards for permissible noise ex- 
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98.1 


lAC target 




Tl coronal 
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Tl axial 
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T2 coronal 


10.4 
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1:43 


98.1 



TABLE I: The complete auditory nerve assessment protocol 
normally performed by Bloomsburg Hospital. The Leq noise 
levels displayed in the last column are not A-weighted and 
do not include application of the flexible tubing acoustical 
transfer function. 
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noise levels. Some of these physiological changes are 
well documented in the literature: damage to the in- 
ner hair cells (IHCs), outer hair cells (OHCs) and the 
stereocilia[17 . Other physiological effects are more sub- 
tle and still under active investigation: vacuolization and 
swelling of afferent auditory nerve dendrites at the IHC 
connections, swelling of spiral ganglion cells and/or their 
satellite cell sheaths in Rosenthals canal, and hypertro- 
phe of the stria vascularis [5 . 

For example, in a recent histological study [5], Wang 
and coworkers exposed CBA CaJ mice to octave-band 
noise (8-16 kHz) for a two- hour duration for noise levels 
between 94 and 116 dB. (CBA CaJ ^ mice have low 
genetic variability from mouse to mouse to minimize ex- 
perimental error.) Acute swelling of the inner ear stria 
vascularis was documented 24 hours after the exposure 
to 116 dB. The size of this swelling was on the scale of 50 
fim. Also observed were hypertrophic swelling of spiral 
ganglion cells and IHCs that peaked one day and 0.1 days 
after exposure and at noise levels of 100 and 116 dB SPL, 
respectively. It is important to stress that this study was 
for continuous, steady noise. By comparison, the MRI 
noise we measured was temporally varying as indicated 
by our measured exceedance levels (11 dBA difference 
between Lio and Lgo). 

The noise employed in the murine study by Wang was 
similar in level to the noise produced by the 1.5 Tesla 
GE Signa MRI used in our study. For example, the 
FIESTA sequence used to target the internal auditory 
canal was found to produce repetitive maximum noise 
levels of 108.5 dBA Leq. Therefore, it is likely that inner 
ear physiological changes occur during a FIESTA scan. 
Temporarily inflamed tissues are often accompanied by a 
local increase in water and a decrease in macromolecule 
concentration^. This is the same signature used by FI- 
ESTA in the detection of acoustic neuromas. However, 
as previously stated, ILSs are extremely small and de- 
termination of an ILS using MRI could potentially be 
overlooked and perhaps attributed to a temporary in- 
flammatory change (false negative) [20 . We note that 
the reverse could also occur: the hypertrophic changes 
within the cochlea associated with intense acoustical as- 
sault could interfere with the diagnosis of a hyperplastic 
ILS or ICS to the extent that a false positive diagno- 
sis could result. This is significant in light of the rapid 
progress in imaging sub-millimeter ILSs and ICSs. We 
note that the noise-induced 50 /im swelling of the murine 
stria measured by Wang et al. would scale to a 150 
jam swelling of the human stria. The current standard 
prescription following positive schwannoma diagnosis is 
one of "watchful waiting," especially in the case of older 
individuals for whom neuroma growth rates are slower. 
Given the issues we raise, this would seem to be an espe- 
cially prudent course of action. False positive diagnoses, 
although currently rare (however, see footnote [21j), could 
become more common if routine schwannoma screening 



became the norm, as has been proposed by some [22^. 

Our work is corroborative of prior work on MRI 
acoustical noise which focused mainly on the potential 
for temporary or permanent human hearing threshold 
shifts[l -4 . Beyond this, our study suggests that noise- 
induced temporary hypertrophe of portions of the in- 
tralabyrinthine and intracochlear auditory nerve and in- 
ner ear is possible during and after an MRI scan of the 
brain/ VCN. Because MRI resolution is limited in this re- 
gion and as the composition of ILSs, ICSs and inflamed 
tissue is similar, a misdiagnosis cannot be ruled out. Care 
should therefore be taken during schwannoma assessment 
(especially within the cochlea) to ensure that any ob- 
served masses are in fact persistent and/or growing ab- 
normal hyperplasia (i.e. true schwannomas). 
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